The BORG Mechanism

Power to computer, vacuum pump, hood constant.  Computer & mechanism power is on UPS power.

Computer Checks:


-Negative pressure in chamber (<atm, that is)


-Source at “Zero position”


-Gas flow at recoil chamber off


-Downstream valve is closed


-Main gas feed valve closed


-

-???

For Gas chemistry:

Starts:



-Source movement from park to Recoil



-Open downstream valve

-Start Gas flow to recoil chamber


Stops:



-Stop Gas flow from recoil chamber



-Close downstream valve



-Source movement from Recoil to park position

For Collection Foil/Neutron Bore:


Starts:



-Source movement from Park to Collection


Stops:



-Source movement back to park position

