Sensor #1
This test was done on the lab at room temperature. The sensor was in a dark place and the clock for the aps were changed from 25MHz to 6.25Mhz. The pedestal was taken at 25Mhz which caused the images to be around zero level. Then the clock was changed but the pedestal was kept the same. The resulting image shows the leakage current effect. This sensor has been used in the past in the TITAN microscope for radiation hardness tests. This means it was exposed to some Mrads of radiation.
